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§874.5350

support a patient during an otologic
examination while providing special-
ized features for examination and
treatment. The unit consists of a pa-
tient chair and table, drawers for
equipment, suction and blowing appa-
ratus, and receptacles for connection of
specialized lights and examining in-
struments.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to §874.9.

[66 FR 48440, Nov. 20, 1990, as amended at 65
FR 2316, Jan. 14, 2000]

§874.5350 Suction antichoke device.

(a) Identification. A suction antichoke
device is a device intended to be used
in an emergency situation to remove,
by the application of suction, foreign
objects that obstruct a patient’s air-
way to prevent asphyxiation to the pa-
tient.

(b) Classification. Class III.

(c) Date PMA or notice of completion of
PDP is required. A PMA or a notice of
completion of a PDP for a device is re-
quired to be filed with the Food and
Drug Administration on or before July
13, 1999 for any suction antichoke de-
vice that was in commercial distribu-
tion before May 28, 1976, or that has, on
or before July 13, 1999, been found to be
substantially equivalent to a suction
antichoke device that was in commer-
cial distribution before May 28, 1976.
Any other suction antichoke device
shall have an approved PMA or de-
clared completed PDP in effect before
being placed in commercial distribu-
tion.

[61 FR 40389, Nov. 6, 1986, as amended at 64
FR 18329, Apr. 14, 1999; 656 FR 2316, Jan. 14,
2000]

§874.5370 Tongs antichoke device.

(a) Identification. A tongs antichoke
device is a device that is intended to be
used in an emergency situation to
grasp and remove foreign objects that
obstruct a patient’s airway to prevent
asphyxiation of the patient. This ge-
neric type of device includes a plastic
instrument with serrated ends that is
inserted into the airway in a blind
manner to grasp and extract foreign
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objects, and a stainless steel forceps
with spoon ends that is inserted under
tactile guidance to grasp and extract
foreign objects from the airway.

(b) Classification. Class III.

(c) Date PMA or notice of completion of
PDP is required. A PMA or a notice of
completion of a PDP for a device is re-
quired to be filed with the Food and
Drug Administration on or before July
13, 1999 for any tongs antichoke device
that was in commercial distribution
before May 28, 1976, or that has, on or
before July 13, 1999, been found to be
substantially equivalent to a tongs
antichoke device that was in commer-
cial distribution before May 28, 1976.
Any other tongs antichoke device shall
have an approved PMA or declared
completed PDP in effect before being
placed in commercial distribution.

[61 FR 40389, Nov. 6, 1986, as amended at 64
FR 18329, Apr. 14, 1999]

§874.5550 Powered nasal irrigator.

(a) Identification. A powered nasal
irrigator is an AC-powered device in-
tended to wash the nasal cavity by
means of a pressure-controlled pul-
sating stream of water. The device con-
sists of a control unit and pump con-
nected to a spray tube and nozzle.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to §874.9.

[66 FR 48440, Nov. 20, 1990, as amended at 65
FR 2316, Jan. 14, 2000]

§874.5800 External nasal splint.

(a) Identification. An external nasal
splint is a rigid or partially rigid de-
vice intended for use externally for im-
mobilization of parts of the nose.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to the limitations in §874.9.

[61 FR 40389, Nov. 9, 1986, as amended at 52
FR 32111, Aug. 25, 1987; 59 FR 63009, Dec. 7,
1994; 66 FR 38801, July 25, 2001]

§874.5840 Antistammering device.

(a) Identification. An antistammering
device is a device that electronically
generates a noise when activated or
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